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There has been a project at the Naval Postgraduate 
School for the past two years to build a high power, 
Short pulse, Todine Photodissociation Laser to be used 
for plasma and nuclear fusion related research. The 
fees & attempt, reported previously, net with 
difficulties. This paper details the changes made to 
the previous system in order to achieve a working 
laser. Lasing was observed for the first time on 31 
January 1977. Pies t Shot energies up to 150 
millijoules have been obtained in a pulse length of 15 
microseconds. Investigation was carried out on the 
reduction in output energy with repeated shots on the 
Same gas filling. The rate of deterioration was shown 
to increase with increasing fill pressure and to be 
caused mainly by the formation of molecular iodine. 
Removal of the molecular 1odine between shots 


Significantiy reduced the deterioration rate. 
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There has been a project at the Naval Postgraduate 
School for the past two years to build a high energy, very 
Short pulse Todine Photodissociation Laser. The laser will 
be used as a research tool for the creation of plasmas from 
very short, high energy pulses which is of current interest 


in the nuclear fusion progran. 


The first phase of this project was the design and 
Senmstruction of an Todine Photodissociation Laser Oscillator 
stage. The intial design and construction was carried out 
meee. Matcell, Jr. aS his M.S. thesis topic. The object 
of his thesis was to construct a laser that could be used as 
the oscillator stage of a multistage Iodine Laser. It was 
envisaged that another thesis student would construct the 
first amplifier stage and interconnecting optics as a thesis 
project. This plan had to be modified because the progress 
Seetne Construction of the laser oscillator was impeded by 
some major robiems. There proved to be insufficient time 
available to overcome all of thes2 problems. The status of 
the design and construction of the oscillator stage to June 


1976 1s reported py Marcell[1]. 


This report details the changes made to the mechanical, 
electrical and optical systems as they were previously 
reported{1}. These changes were made throughout a six month 
period with attempts made to achieve lasing after a 
Significant component was modified. The major components 
modified were the capacitor charge and discharge systen, the 
gas nandiing system, the laser tube and flash assemply, and 


the optical resonator. Figures 1 and 2 are reproductions of 





oscilloscope traces of typical output pulses without a 
buffer gas added. Lasing was observed for the first time on 
the 31 January 1977. 


This paper also reports on the output characteristics of 
the NPS Iodine Laser detailing the variation of output 


energy with the pressure of cae gas and Argon buffer gas. 


The appendices to thiS report contain an operations 
Manual for the JIodine Laser. They outline ali the 
procedures to correctly perform an alignment of the laser, 
jmomao a purification cycle on the iodine gas, to fill the 
laser tube, to fire the laser and, to properly secure the 


laser. 





The first ophotodissociation Iodine Laser was developed 
in 1964 at University of California, Berkley, by Kasper and 
Pimental{2]. The Todine Laser has undergone intensive study 
towards the production of very high energy, extremely short 
pulses(<ins) for laser fusion research. The Iodine Laser 
uses either trifluoronethyliodide ae or 
perfluoropropylicdide eae with a buffer dqas such as argon 


Mame lium. The laser osciilator constructed at NPS uses 


oa with argon as the buffer. 


The ne molecule is photodissociated DY the 


ultraviolet radiation from a pair of pulsed xenon filled 


flashlamps. The absorption spectra, Figure 3, of the 
organic iodine molecules shows a peak centered near 2700 
angstroms with a width of about 400 angstroms. The maxinun 


-19 2 
cross section is about 6 x J0 cm . The photodissociation 


reaction is described by the following equation. 


Z 
Commi tenis = (Gere + L( 2 ) 
Sf uv See, 1/2 
Lasing action at 1.3152 micrometers{[3}] comes from the 
forbidden dipole transition which is described by the 


following equation. 
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Z 
I( P ) + hyp 
1/2 S72 


laser 


In additicn to these two reactions there is also collisional 


deactivation according to the following equation - 


Pra ae Cmre tf =a Po) + C. PLT 
1/2 8) 7] By 2 3 7 
moaeGh LeadS With further collisions to the formaticn of 


molecular iodine according to the following eguation. 


2 
PP jee Cat = 1 + Clr I 
3/2 37 2 24 


The formation of molecular iodine is of particular 
importance here pecause of its deleterious effects upon the 


laser performance. Molecular has a high rate constant 
Hoe collisicnal deactiviation{4] and therefore can readily 


guénch laser cScillaticn. The oxygen molecule also has a 
high rate ccnstant, therefore care must be taken to ensure 


that the system has as low a leak rate as possible. 


Recombination, which is beneficial, also takes place 


according to the fcliowing equation. 


The excited iodine has a lifetime of 130 msec{5] which 
means that large population inversions can be obtained, 
consequently the potential exists for high power outputs. 
In crder to develop this nigh fower in a short pulse, the 
emission cress section must be low enough to prevent 


spcntaneous laser acticn. 
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One method of obtaining a lower cross section is the 
addition cf inert gases to the lasing mediunf[6}. According 
to Aldridge: 


"Inert gas pressure broadening of the iodine laser 
emissicn line is taus as effective as magnetic 
broadening in reducing the emission cross section 
and increaSing tne energy storage capacitv of this 
laser system......{[6 ]" 


Aldridge[6] goes on to point out that inert gas pressuce 
broadening is a homogeneous mechanism, whereas the magnetic 
field broadening is inhomogeneous. The NPS Laser has the 
Capability of inert gas pressure broadening using argon as 


the mediuag. 
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III. DESIGN AND CONSTRUCTION 


— i a ome cop _ a a en se SSeS 


All following references to changes, modifications or 
other words to that effect, are made using the Iodine Laser 


reported by Marcell{ 1} as the basis. 


meee AP RCTITOxn CHARGE AND DISCHARGE SYSTEM 


In an effort to increase the pumbding energy to the 
flashlamps as recommendedj 1], the entire capacitor discharage 
System was rebuilt. The I.5 Wicrofarad capacitor was 
replaced with two 2? microfarad (ncminal) 25KV¥V capacitors 
connected in parallel. This increased the energy storage 
Saeacity of the system by a factor of ten. 2G-58/U cabling 
was used for all wiring external to the aluminum mesh cage 


constructed around the capacitor/spark gap systen. 


The higher capacitance of the new system resulted in an 
increase in the charging time to an unacceptable length. 
The series resistor in the charging line was changed from 9 
megohm tc 3 megohm, reducing the time constant of the 
Circuit from 126 seconds to 42 seconds. The dump time 
provead to be the same as the charge time via the same 
MesiStor. The interconnections of relays K8 and K9 were 
changed and a 100K resistor added. When the dump is 
Memavated, e¢ither directly or by the firing switch, Figure 
4, the main capacitor bank is connected to ground through 
the 100K resistor. This permits a dump time of less than 1 
second. The schematic of the charge, discharge and dump 


Circuitry is shown in Figure 5. The four element spark gap 
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was modified slightly by the addition of a screwdriver 
through the plexiglass wall with appropriate seals to permit 
pressurization. The screwdriver allows adjustment of the 
gap in the tungsten trigger electrodes with out completely 
dismantling the spark gap. This modification proved very 
useful. Note warning in adjustment procedures in Appendix 


D, Item 4 A system layout diagram is shown in Figure 6. 


Bae ti GAS HANDLING SYSTEM 


As reported in Ref. 6, oxygen molecules can readily 
quench laser operation. In order to be assured that this 
was not the factor that was preventing lasing, the entire 
Vacuum system was repackaged. A schematical layout. of the 
new gas/fvacuum system is Shown in Figure 6. Ali vacunn 
dines were shortened as much as physically possible, with 


some valves and lines being deleted. The system hase 


pressure Was improved by an order of magnitude to 10 TOED. 


Seeeeche LASZR TUBE AND FLASH ASSEMBLY 


Ges Llashieamps provide an arc length of 45.68 cm. The 
rormer system used 26 cm of this length(57%) which meant 
that 43% of the flashlamp energy was not being used. The 
length of the laser tube was increased to utilize more of 
the arc length available from the flashlamps. The present 
System uses 40.8 cm of the useable arc length(89.3%). The 
increase in length of the laser tube required considerable 
reorientation of the components and modifications to tke 
flashlamp hclders. The reflector was lengthened by the 


addition of an identically machined extension. 
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The laser tube was changed from a 5 mm inside diameter 
to a 10 mm inside diameter Suprasil quartz tube. This 
change required remachining of the monel laser head 


assemblies to accept the larger tubing. — 


Meee OPTICAL CAVITY 


The optical cavity was modified after lasing had been 
achieved. The modifications were done in order to create 
more room for the planned Pockel's Cell Q-Switch. It was 
felt that moving the present mirrors further apart would be 
detrimentai to the laser operating in the eG mode. A 
hemiconfocal resonant cavity is conducive to aoe 


adausting the cavity length the ene mode can be made 


and by 


certainf71. The existing system was already 14% longer than 


wee Local length. The 1.52 meter spherical mirror was 
replaced with a 2 meter mirror and the cavity adjusted to 1 


meter. 


It was noted during the further rirings of the laser to 
investigate the output mode, that the output mirror coating 
was being destroyed. The mirror coating was a vacuuan 
deposited gold layer with a siiicon monoxide protective 
coating. The transmittance of tne mirror was checked on a 
Spectrophotometer to be 80% at 1.315 micrometer wavelength. 
It was assumed at this point in the investigations, that the 
absorption by the mirror was negligible and that the 
reflectivity of the mirror was approximately 20%. This 


proved to be an invalid assumption. 


A series or tests with goid coated mirrors was run 


checking the first shot output energy versus transmittance. 
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Meewsesults, Figure 8, tend to indicate that a transmittance 


of 50% is near optinun. 


During these tests, the gold coating on the mirrors was 
destroyed in varying amounts. [In an effort to overcome this 
Peoolem, a 100% reflecting dielectric film mirror from a 
1.06 micrometer wavelength Nd glass laser was tested and 
found to have a transmittance of $0% at 1.315 micrometer 
wavelength. The absorption by dielectric films is much less 
than deposited metal films[8], therefore it is a reasonable 
assumption that Ehess Le se has approximatel a 20% 
meriectivity. A repeatable first shot energy of 150 
Miliijoules was obtainec with this mirror. A similar mirror 
With a 93% transmittance was tried and yielded &0 
millijouies first shot energy. AS an endpoint check, the 
laser was tried without aa output mirror and a repeatable 
first shot energy of 10 willijoules obtained. These last 
three data points indicate that vacuum deposited gold film 
Mirrors produced at NPS are not satisfactory for use cn the 


Modine laser. 


A survey of some of the availiable literature Showed a 
Merge Variaticnh in output mirror reflectivities used. 
Komarov, Seleznev, and Skorobogatov[ 9] used a 10% reflecting 
dielectric; Fuss, Hohla, Volk, and Witte[10] used a 40% 
reflecting dielectric; and Nordlund[ 17] used a 60% 
mBetlecting mirror. Results published by Aldridgef[o } 
ieaicate that the optimum reflectivity is above 24%, 
however, the 80% transmitting dielectric it bor was 
immediately availabie and was used for all further testing 
reported herein. No damage has occured to the dielectric 


mirror after all subsequent firings. 


16 





E. UNCHANGED COMPONENTS 


Several components of the previous system were not 
changed and are being used. The SOKV power supply, four 
element spark gap and trigger generator are as described bv 
Budzick[{ 12}. The variable reluctance gauge and vacuun 


systems are as described in Ref. 1. 


ey 








The investigation of the laser discharge necessitated 


the use of several diagnostic devices. 


The output pulse shapes and durations were obtained 
uSing a photovoltaic InSb IR detector manufactured by Barnes 
Engineering Company connected to a Tetronix 7904 
oscilloscope. The oscilloscope was equipped with Polaroid 
Land Camera permitting photographs of the oscilloscope 


jeraces. 
The flashlamp output was detected via a Model 330 
Photodetector manufactured by Tropel Inc., terminated with 


50 ohms. 


Energy measurements were taken using a Rk 3230 Energy 


Meter manufactured by Laser Precision Corporation. 
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The following table lists the most important data 


tne NPS Iodine Laser Oscillator. 


Parameter: Measured Quantity: 
Pumped Laser Volume 1263178 cm 
Charging Voltage O-25KV 
Capacitance 13 microfarads 
Flash Duration 30 microseconds 
Laser Pulse Duration 10-15 microseconds 
Laser Pulse Rise Time *<200 nanoseconds 
Laser Energy Output USSG Hira 


Men iseetime Measurement Was detector Limited. 
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Vole RESULTS 


Meme OUTPUT PULSE SHAPE 


Met, prcals sOCutpuc™ pulse Eor two of the four pressures 
investigated and 1,3 KJ flashlamp input energy are Shown in 
Figures 1and 2. The smooth trace is the flashlamp output. 
The variation in shape with pressure 1S quite apparent. The 
25 Torr pulse, Figure i, shows a definite build up of the 
lasing to a peak and then a fall off to a series of small 
lasing peaks extending for the total duration of the 
flashlamp output. Whereas the 100 Torr, Figure 2, shows a 
definite high onset level and a decay to zaro with no 


trailing reaks as in the 25 Torr case. 


The addition of the argon gas as a buffer did not 
Significantly change the pulse shape characteristics. The 
Pepe of the puise appears to be controlled by the total 


cell pressure rather than the pressure of the iodide gas. 
Be. LASER ENERGY 


The variation of output energy versus C £ I pressure, 
2 aa! 


— 


Snot number, and buffer gas was examined. Re le Peide vos 


problems were encountered at this stage ae the 
investigation. The most troublesome of these problems was 


m@emerack Of reproducibility of results, the cause of which 
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was discovered later in the investigation. It was not fuliy 
understood at the start of the investigation that the energy 
output would vary so widely with the Shot number, 
alignment(both detector and laser), and the iodide gas 
pressure at the low pressures. The deposition of various 
reaction products from the photolysis on the Brewster 
Windows and laser tube also caused energy variations between 
Powis. 


Another prime contributor to non-reproducibility of 
results was the variable reluctance pressure gauge. The 
output of this transducer is logarithmic with pressure, the 
lower pressures(<50 Torr) all are contained between 0.94 and 
mao volts on the voltmeter. Pressures could only be 
repeated to within approximately 5 Torr. This was most 
Moticeable at the 25 Torr pressure aS is evidenced by the 


Semerer in Figure 9g. 


The variations were reduced for plotting purposes by the 
normalization of each output energy run. Fach run was 
normalized using the energy of the first shot as the 
Moetalizing factor. This was considered acceptable as it 
was the rate of deterioration that was of interest at this 


point not the absolute magnitude of the energy output. 


The results obtained in these investigations show a 
direct correllation with the results published by Fuss and 
Hohlaf1i3jJ. It needs to be pointed out that this reference 
paper was nos obtained nea after most of the 
investigations were complete. The variation of laser energy 
Siepuar with shot number 1s Shown in Figures 9 through 14. 
The increase in deterioration rate with increase in pressure 


is quite pronounced. 


This deterioration as a function of shot number can he 


described quite closely by a power curve over the first 12 
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shots. The form of the power curve is 


The solid curves of Figures 9 through 14 are the power 
curves computed using a power curve fit routine on a HP-25 
calculator. The gocdness of fits were all approximately 0.9 
or better except for the 25 Torr case. iio 2 oe! OLE S) Gata 
suffers from the lack of a reproducible pressure measurement 


Mee discussed carlier. 


Ce BUFFER GAS 


The addition of argon as a burfer gas changed the 
meanlts but not particularly advantageously. The only 


resuit reported here is the 50 Torr rai plus SU etore 
argon. This data, Figure 13, matches the 100 Torr iodide 


curve, Figure 11, very closely. This indicates that it was 
mremtOotal cell pressure that was the controlling factor in 


the rate of deterioration. 


D. MOLECULAR IODINE FORMATION 


Reference 13 states that: 


",.2.2..the energy decrease resulting from repeated 
Shots with the same gas filling of an lodine laser 
im solely due to an accumulation of a and the 


Sorsunption of i1o0dii2." 


eV 








The resuits of the tests on the NPS Todine Laser support 
this statement and in addition show that the rate of 
deterioration 1S proportional to the total cell pressure. 
The exponents of the power curve fits range from -0.23 for 
mime 2>  TOrz Case to -0.82 for the 160 Torr case linearly, 
Figure 15, with total ceil pressure. This presents a 
problem whea trying to extract maximum enercy from the laser 
because the deterioration rate increases with pressure as 


well as available energy[ 14]. 


Figure 14 shows the results of a Simple test done on the 
NPS Laser to determine if its energy output deterioration 
Was due to mainly molecular iodine accumulation. A fine 
copper wire coil, the length of the laser tube, was inserted 
into the laser tube and a 50 Torr iodide only run was’ made. 
The principle was to coliect the molecular iodine through 
chemical reaction with the copper to form cuprous' iodide. 
The marked change in the daterioration curve, Figure 14, is 
conclusive proof of the deleterious effects of molecular 
1odine and the valu2 in removing it from the laser systen. 
The formation of the cuprous lodide could be readily s2en as 


a whitish deposit on the copper Wire. 


The results of the copper wire test altered the 
direction of the investigation quite drastically. Et was 
meme that the continuation of data gathering for different 
pump energies and different iodide pressures without at 


Weast molecular iodine renoval would not be sensible. 





Vii. sBECOMMENDATIONS 


age Ge ee 


There are several changes and/or modifications to the 
Iodine Laser Oscillator that should be, and in some cases 
must be, made during the construction of the amplifier 
stage. These are: (1) Replacement of the existing gas 
handling system and the construction of the amplifier gas 
system along the lines recommended in Ref. 13. At a 
Minimum, the new systems should have the capability of 
molecular iodine removal. (2) Replacement of the existing 
iow voltage portion of the trigger generator with a modern 
system. This new system should have an expansion capanility 
Hem  <tuture stages. (3) Replacement of the manometer and 
variable reluctance gauges with suitabie pressure gauges. 
(4) Replacement of the mirrors with dielectric film types 
specifically coated for the Lodine wavelength. (5) 
Installation of a Pockel's Cell Q-Switch in the oscillator 


stage. 
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APPENDIX A 


CALIBRATION OF RELUCTANCE TRANSDUCER 


All valves, Figure 7, closed. 

Turn on low vacuum system. 

Connect the mercury manometer as gauge C in Figure 7. 
Open valves 5,6 and pump down to base pressure. 


Davsee Esemsaucer, gauge B, Figure 7, until a 1 volt 


Ge -=lSeCcEion tS eStablished on the voltmeter. 
Record the manometer readings. 
Gllose valve 5. 


Using valve 11 to slowly bleed argon into the systen, 
record manometer readings versus voltmeter reading with 


increasing pressure. 


Close valve 11 and take another set of readings by 
lowering the pressure via valve 5 and the high vacuun 


system. 


Rep2at steps Fisiely enough times to eStablish 


repeatability of readings. 


ZS 





ACProNDIX 8 


LASER GAS PURIFICATION PROCEDURE 


The following procedure should be followed for the 


initial charging of the system with ee The procedure 
from step 8 should be followed for a repurification cycle 
with the system already charged with oe. The Veeco 
Vacuum Gauge tube filaments should be turned off to prevent 
MmeaecttOn Witch the 1odine during this procedure. 

lpeeeoopen valves 1,2,3,5 ,Ftgure 7, all others closed. 

2. Evacuate both gas cylinders to system base pressure. 

eee Close valves 1,2, and 3. 

4. Open filler cap. 

Pee Place eyedropper full of eats Pigdad 2n £iavier pipe 

and crack valve 1 momentarily, just enough to draw the 


Pigquirasgnco the left hand cylinder, closing valve after 


each dropper full is drawn in. 


6. Repeat step 5 until desired quantity of liquid is in 
system. 3-4 eyedroppers are sufficient for a large 


numper of fillings of the laser tube. 


tee replace filler cap, énsure valve 1 is closed, open 


valve 3 and pump the lines down to base pressure. 


8. Place dewar around the left hand cylinder and fill 


Zo 





10. 


sot 


a2 s 


|p are 


Au. 


loa 


Ho. 


UGS 


We. 


i 


ZAU% 


Slowie HS Leweelraquid oitrogen. 

Wait at least 2 minutes to ensure all yaa vapour has 
condensed and the resulting liquid is frozen. 

Open valve 1 and pump left cylinder out to base 


pressure ensuring Piqua d nitrogen in dewar is 


Maintained. 


Close valve 1 and remove dewar from left cylinder and 
place slowly around right hand cylinder and refill as 


necessary to maintain level. 


Allow left hand cylinder to warm up slighly before 


Starting next step. 


Using hot water, warm the left hand cylinder to above 
4O°C, 


Close valve 3 and open valve 2. 
Slowly open valve 1 to allow oe Gas to -f£loy-an-o 
meant hand cylinder and condense. Thias TQELOW. Cane be 


detected andibly ir one listens carefully. Molecular 
lodine is removed during this part by the copper screen 


in the connecting piping. 


Allow valves 1 and 2 to remain open for a couple of 


minute2s. 


Close valve 2 and remove dewar of liquid nitrogen from 


maght hand cylinder. 
Open valve 3 and pump systen dowm to base pressure. 


Repeat another cycle only in the reverse direction so 


that the iodide gas endS up in the left hand cylinder. 


The iodine gas now in the lert hand cylinder should 


have most of the impurities removed by this point. Bh e 


Png | 





is recommended that the purification cycle end up with 
the gas in the left hand cylinder so that it passes 


through the copper screen as the laser tube is filled. 
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REP EN x ~C 


ALIGNMENT PROCEDURE 


The following procedure uses two He-Ne alignment tIlasers 
correctly align the NPS fodine Laser. It is possible to 


only one laser but is considered to be far from optimun. 


Place the pin hole masks on the brewster windows 
aligning marks on the masks with the marks on the 


Window assemblies. 
Remove the spherical mirror. 


Place an alignment laser at A, Figure 16, so that when 


aligned, its beam passes through both pinholes. 


Align detectors or any other thing necessary on the 


alignment laser peam at this time. 


Place a microscope slide at C, Figure 16, angled to 
reflect down the returning beam from the planar output 


mMerrcor. 


Align the output mirror to reflect the beam _ back 
ermoudin the pin holes. A spot will be reflected by the 
slide when the mirror is correctly aligned. DO NOT 
Mv Gast nk OR MPCROSCOPE SLIDE UNTIL INSTRUCTED TO 
meereR THIS POLNT. 


Place second laser at B and align its beam through the 
planar mirror and pinholes. Beam B will partially 
reflect off microscope slide at C creating a spot at 


approximately the same position as the spot in step 6. 


ies) 








11. 


Minor adjustments to laser B alignment wiil make the 
Spots coincident. Laser B beam and laser A beam are 


now parallel and co-axial. 
Remove laser A and microscope slide at C. 
Place spherical mirror in place and clamp down. 


Align spherical mirror to reflect laser B back through 
pinholes until a spot is formed by reflecting off the 


Wwicrescope slide at D. 


Remove laser B, microscope slide, and pinhole masks. 
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ADPENDIX D 


MAINTAINANCE SCHEDULE 


The following steos should be done after avoproximately 


Wec firings. 


1. 


Die 


Remove the Brewster Windows and clean. 


Clean the laser tube using stainless steel wire and 


Kimwipes aS swabs. 


Clean the elements of the spark gap using Kimwipes and 
ethyl alcohol. Ensure all alcohol vapours are removed 


form spark gap before firing. 


Readjust trigger spark visually using screwdriver 
adjustement. VDOC eel UonmeGoRLGGHR BUTTON WHILE IN 
SCNTACT WITH SCREWDRIVER. 
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APPENDIX & 


iol eM G@PERATION 


The following procedures outline the steps to be taken 
to bring the laser system up to firing ready, and the 
securing of the laser system. They assume that the high 
vacuum system, low vacuum system, reluctance gauge power 
supply and the associated voltmeter are on and ready. They 
also assume that the iodide gas is purified and in the left 


Rand cylinder. 


Meee OWER SUPPLIES 


1. Turn on both the trigger generator power and filament 
Switches. Aiter 1 minute the HV ready light will 
light.DO NOT TURN UP HV AT THIS TIME. 


meeowitcch on circuit breaker #10, Figure 6. 


3. On the lower panel of the 50 KV power supply door, 
Switch on the fan, the rectifier filaments, and the 


auxiliary power. 


Weeensure HY control variac is at minimum position (fully 
CCW) 


peeeeeeressS start button. When system is ready (approx. 2 
Minutes) the HY READY and MIN SET lights will light 


6. Ensure meter-relay pointer set a sate maxinun. 
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He 


8. 


SF 


10. 


a1. 


Hic. 


B. 


i. 


28 


Be 


4, 


Be 


OF 


Press the HV-ON button, 
Maogicemene HY CONTROE vyaritac to the desired voltage. 
Turn on HV on trigger generator. 


Adjust variac on lower panel of trigger generator until 


meter reads 15KV. 


Adjust potentiometer knob on upper panel until adjacent 


meter reads 1.1-1.3KV. 


Check preionizing coils. around flashlamps for clearance 


from high voltage connections. 


BoASHLAMNP FILL PROCEDURE 


Close valve 5 and open valves 7,8,9 Figure 7. 


Pump flashiamps down to at least 10 HORE. 
Close valve 7 and note manometer reading(aqauge A, 
Pagure 7/). 


Open valve 10 slowly and fill flashlamps to the desired 


pressure. 


Close valves 8,9, 10. 


PAotR TUBE FILL 


Close valves 4,5. 
Set reluctance gauge to 1 volt deflection. 


Open valives 3 and 1 as necessary to adjust voltmeter to 


desired pressure. 
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D. 


te 


Ae 


Close valves 1,3 and open valve 4. Note drop in 


pressure. 


Adjust pressure, using valves 1 and 3, to desired 


level. 


If argon is to be added open valves 6 and 11 as) needed 


to introduce the argon. 
Close valves 1,3,4, (6,11). 


Ensure filaments are off in the vacuum gauge and open 


valve 5. 


Ae oo lon Los NOW READY TO FIREe*x*= 


mrolkM SBCURE 


Oven valve 4 and pump laser tube down to base pressure. 


Secure the power supplies by reversing their turn on 


procedures. 
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APPENDIX F 


gusec/cm 





Figure 1 - TYPICAL OUTPUT PULSE (25 TORR IODIDE) 
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5 usec/cm 





maine fe GAL OUTPUT PULSE (100 TORR IODIDE) 
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